STATE PUBLIC HEALTH LABORATORY

RECEIVED 1
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT

MISSOUR! DEPARTMENT OF HEALTH AND SENIOR SERVICES
{By Carol Day at 2:12 pm, Mar 14, 2014 Skl

Complete this report In duplicate at the time of the regular monthly preventative malntenance check, and whenever inslrument is repaired.
Send copy to Depariment of Health and Senler Services; retain origlnal in department file.

ALCO SENSOR IV 8N PRINTER SN DATE OF INSPECTION
097402 096.3580.878 03/04/2014

LOCATION OF INSTRUMENT (STREET AND GiTY} TIME OF INSPECTION
600 E. Walnut Columbla ‘ 6:03 pm

CHECKLIST: Place a mark In the box by each llem If found to be satisfaclory or if operating within established limits. (Write In ebserved val-
ues where determined.} Unmarked items must be corrected before using Instrument,

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCC SENSOR {10°C - 40°C)

PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

SIMULATOR SOLUTION [] cOMPRESSED ETHANOL-GAS MIXTURE

STANDARD SUPPLIER Guth Labs Lot # 13210 EXP, DATE 07/29/2015

i/l SIMULATOR TEMPEBRATURE (34°C £0.2°C) __ 34.0  SIMULATOR SN___SD2761  SIMULATOR EXp DATE 01/07/2015

[7] CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run thres tests using a standard solutlon, All thres tests must be within 5% of the standard value and must have a spread of .005 or
less. Check the box corresponding to the standard selution being used. (PRINTOUT ATTACHED?}
Y] 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% [INGLUSIVE
| | 0.080% STANDARD - MUST READ BETWEEN 0.076% and 0,084% INCLUSIVE
| | 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1= 400 TESTZ2= 100 TEST3 = 100 -

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS  © ©-04y 1 (05-09) .2 (10-14 4 (i6-19) 4 (over.1g9g O

List any naw paris and desciibe any alteration or modification that was made to restore the Instrument to operate safisfaclorily and within
established limits {use other side if necessary).

INSPECTING OrFICER L U T e R T
SIGNATURE / i PRINT NAME

%/ o -| Nathan Turner

TYPE It PERMIT NUMBER/EXFIRATION DATE - T : ) TELEPHONE NUMBER

220411 12/20/14 o ' (673) 874-7652.

Return completed report to the:  Breath Alcoho! Program, MO Depariment of Health and Senior Services, Southeast District Ofiice
2875 James Boulevard

’

I Poplar Bluff MO 63901

13C 580-1351 (6-10) B AN EQUAL GPPCRIUNTYAFFIRMATIVE ACTION EMPLOYER o
sanices provided on 2 v csoiTrEiony Batls

LAB-114
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@@‘E} GUTH LABORATORIES, ING,
. LSO NDRYHESHH SYREEY @ IARMAIUNG, PA FiILAMY ¢ THERBHONHL Y| 1A E31T0
CERTIFICATE OF ANALYSYS

Coxtifled Alcohol Referenco Solution for Simulator
Randon ”Snmple's of Lot Number 18210 of
Aleohol Rofexence Solutlon for Simulalor were: analyzed by
goy ohromatogtaphy on July 31, 2013, uslig a Parkin Elitter Gag Chiomatomiph ,
Anlosysfem XL /N; 610N9030209, and found 1o conlaln 0216% (wivol)
othyl aloohol, Tho oxpleatlon dste for thls lot '
. numbor. Is July 29,2018 at 11:39 PM.
When nged It a‘ohljﬂb;é{od Simulatos, opuréting-at'"
340G+ 0200, this' soluitod whl give a Dbroath- aloohd].
analysis instromont reading of 0400 giA10L +A 3%,

“'the sloohol and )-.:atar Jeod in Hlistso{uﬂon Woro
freo of tost Interfetlng substances,

Teél In Paulsy, Prﬂﬂidﬂ;lt '

GUTH LABORATORIBS, INC,

NIST Traosabilily:
Toxting was conduoter wsing Certlitant Refersnoe Standard lot number FNIZ-02 whose

vahrga are traceuble (o NIST, ) .
Al batanser ave callbraied ammally by an ewlside agen:‘:’v using NIESE fraoeable wolghis,
. Culibration verlfication Is dape prior to gaol tse utllfzing N4

o

ST Jraoanble walghts, S T
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